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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards on 20 September 1989, after 
the draft finalized by the Surgical Instruments Sectional Committee had been approved by the 
Medical Equipment and Hospital Planning Division Council. 

In the preparation of this standard, assistance has been derived from DIN 13105 'Autopsy knife', 
issued by Deutsches Institut fur Normung. WG. 

For the purpose of deciding whether a particular requirement of this standard is complied with, 
the final value, observed or calculated, expressing the result of a test, shall be rounded off in 
accordance with IS 2: 1960 'Rules for rounding off numerical values ( revised )\ The number of 
significant places retained in the rounded off value should be the same as that of the specified value 
in this standard 
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1 SCOPE 

1.1 This standard specifies dimensional and other 
requirements of autopsy knife, used in general 
surgery. 

2 REFERENCES 

2.1 The Indian standards listed below are neces- 
sary adjuncts to this standard: 

IS No. Title 

1501 (Part 1) : 1984 Method for Vickers hardness 
test for metallic materials: 
Part 1 HV 5 to HV 100 
( second revision ) 

4905 : 1968 Methods for random sampl- 

ing 



IS No. Title 

6603 : 1972 Specification for stainless 

steel bars and flats 

7531 : 1975 Method for boiling and 

autoclaving test for corro- 
sion resistance of stainless 
steel surgical instruments 

3 MATERIAL 

3.1 The knife shall be made of stainless steel con- 
forming to designation 30Crl3 or 40Crl3 of 
IS 6603 : 1972. 

4 SHAPE AND DIMENSIONS 

4.1 The shape and dimensions of the instrument 
shall be as shown in Fig. 1. 
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Fig. 1 Autopsy Knii i; 
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5 REQUIREMENTS 

5.1 Hardness 

The autopsy knife shall be hardened and tempered 
to give a hardness of 470 to 550 HV, when tested 
in accordance with IS 1501 ( Part 1 ) : 1984. 

5.2 The blade of knife shall be sharpened along 
the entire length of the cutting edge and shall 
include an angle of 16°±l°. 

5.3 The blade of the knife shall be perfectly 
uniform throughout, surgically sharp and free 
from feathers, nicks, high spots and waviness. 

5.4 The blades shall be polished and free from 
blemishes. All edges, except the cutting edge, 
shall be rounded. 

6 TESTS 

6.1 Performance Test 

The knife shall be tested by shearing a piece of 
chamois leather with moderate pressure at least 
five times. It shall cut easily and cleanly 
along the entire length of the cutting edge. On 
completion of the test, the blade shall show no 
sign of damage, when examined in accordance 
with 6.2. 

6.2 The cutting edge of the blade shall be exa- 
mined under a magnification of at least 60xin 



two directions along and perpendicular to the 
plane of the cutting edge. It shall not reveal 
any feather edge, nicks, high spots, waviness or 
undulation 

6.3 Corrosion Resistance Test 

The instruments shall be tested in accordance 
with IS 7531:1975. They shall show no sign of 
corrosion after the test. 

7 MARKING 

7.1 Each knife shall be legibly and indelibly 
marked with the indication of the source of 
manufacture and letters 'SS\ 

8 PACKING 

8.1 The blades of the knife shall be coated with 
a thin film of a solution containing corrosion 
inhibitors or plastipeel. The knife shall be 
individually wrapped in wax paper and packed in 
cardboard cartons or plastics cases so that the 
cutting edge does not get damaged. 

9 SAMPLING 

9.1 The scale of sampling and criteria for con- 
formity of the instruments to the requirement of 
this specification shall be as agreed to between 
the purchaser and the supplier. A recommended 
sampling plan is given in Annex A. 



ANNEX A 
( Clause 91 ) 

SAMPLING PLAN AND CRITERIA FOR CONFORMITY FOR AUTOPSY KNIFE 



A-l LOT 

A-l.l In a consignment, all the knives of the 
same pattern and dimensions shall be grouped 
together to constitute a lot, not exceeding 50. 
Each lot shall be tested for the requirements of 
this specification. 

A-2 SCALE OF SAMPLING AND CRITERIA 
FOR CONFORMITY 

A-2.1 A sample of eight knives from the lot shall 
be selected at random and in order to ensure 
randomness of selection procedures given in 
IS 4905 : 1968 may be followed. The knife so 
selected shall be tested for the requirements of 
shape and dimensions ( see 3 ), material ( see 4 ) 
requirements ( see 5.2 to 5.4 ) marking and pack- 



ing. Any knife failing to meet one or more of the 
above requirements shall be termed defective. 
The lot shall be considered as conforming to 
these requirements if no defective is found in the 
sample. 

A-2-2 The lot which has been found satisfactory as 
per A-2.1 shall be tested for other requirements. 
For this purpose a sub-sample of three knives shall 
be taken out of the sample drawn as per A-2.1 
and tested for the requirements of hardness as per 
5.1, performance test as per 6-1 cutting edge as 
per 6.2 and corrosion resistance test as per 6.3. 
The lot shall be declared as conforming to the 
requirements of the specification if none of the 
knives in the sub-sample fails in any of these 
tests. 



Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder* The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the pro- 
ducer. Standard marked products are also continuously checked by BIS for conformity to that 
standard as a further safeguard. Details of conditions under which a licence for the use 
of the Standard Mark may be granted to manufacturers or producers may be obtained from 
the Bureau of Indian Standards. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in 
the course of implementing the standard, of necessary details, such as symbols and sizes, type or 
grade designations. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Revision of Indian Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, it any, 
are issued from time to time. Users of Indian Standards should ascertain that they are in possession 
of the latest amendments or edition. Comments on this Indian Standard may be sent to BIS giving 
the following reference: 
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